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Abstract 

Purpose:  Embolotherapy using microshperes is currently performed with soluble contrast to aid 
in visualization. However, administered payload visibility dimishes soon after delivery due to 
soluble contrast washout, leaving the radiolucent bead’s location unknown. The objective of our 
study was to characterize inherently radiopaque beads (RO Beads) in terms of physicomechanical 
properties, deliverability and imaging visibility in a rabbit VX2 liver tumor model. 
Materials and Methods: RO Beads, which are based on LC Bead® platform, were compared to 
LC Bead. Bead size (light microscopy), equilibrium water content (EWC), density, X-ray attenu-
ation and iodine distribution (micro-CT), suspension (settling times), deliverability and in vitro 
penetration were investigated. Fifteen rabbits were embolized with either LC Bead or RO Beads + 
soluble contrast (iodixanol-320), or RO Beads+dextrose. Appearance was evaluated with fluor-
oscopy, X-ray single shot, cone-beam CT (CBCT).  
Results: Both bead types had a similar size distribution. RO Beads had lower EWC (60-72%) and 
higher density (1.21-1.36 g/cc) with a homogeneous iodine distribution within the bead’s interior. 
RO Beads suspension time was shorter than LC Bead, with durable suspension (>5 min) in 100% 
iodixanol. RO Beads ≤300 µm were deliverable through a 2.3-Fr microcatheter. Both bead types 
showed similar penetration. Soluble contrast could identify target and non-target embolization on 
fluoroscopy during administration. However, the imaging appearance vanished quickly for LC Bead 
as contrast washed-out. RO Beads+contrast significantly increased visibility on X-ray single shot 
compared to LC Bead+contrast in target and non-target arteries (P=0.0043). Similarly, RO beads 
demonstrated better visibility on CBCT in target arteries (P=0.0238) with a trend in non-target 
arteries (P=0.0519). RO Beads+dextrose were not sufficiently visible to monitor embolization 
using fluoroscopy. 
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Conclusion: RO Beads provide better conspicuity to determine target and non-target emboli-
zation compared to LC Bead which may improve intra-procedural monitoring and post-procedural 
evaluation of transarterial embolization. 

Key words: VX2, Embolization, Hepatocellular carcinoma, TACE, radiopaque beads 

Introduction 
Image-guided catheter-directed embolization is 

a mainstay of interventional radiology. Typical pro-
cedures include uterine artery embolization, control 
of inoperable hemorrhage, devascularization of 
highly vascular tumors prior to resection, transarterial 
embolization (TAE) and chemoembolization (TACE) 
of malignant liver neoplasms. Embolic agents may 
include liquid, particulate and mechanical devices 
deployed at a specific location, which may be tempo-
rary or permanent. The choice of embolic agent de-
pends on the therapeutic intent, and recently micro-
spherical particulates (commonly referred to as beads) 
have emerged as a popular device for a range of em-
bolo-therapeutic applications [1]. Soluble contrast 
medium is mixed with the beads to aid in visualiza-
tion of embolic delivery into the targeted tissue and 
also to monitor unintentional reflux into non-target 
blood vessels. Success of embolization is determined 
by monitoring antegrade flow of soluble contrast me-
dium to reach the desired flow-based procedural 
endpoint of reduced or nearly static blood flow [2]. 
Soluble contrast retention in the tumor and/or lack of 
tumor contrast enhancement due to the embolization, 
monitored with cone-beam computed tomography 
(CBCT) or multidetector CT (MDCT), may be em-
ployed to indicate coverage or completeness of 
treatment and to predict response and recurrence 
[3-6]. However, the true bead location is unknown 
and only inferred from indirect and temporary signs 
as soluble contrast medium washes out [3-6].  

A clinical need exists to directly visualize the 
embolic material in order to assess the completeness 
of the target tissue embolization for efficacy as well as 
unintentional embolization of non-target tissue for 
safety. For example, in the embolization of hepato-
cellular carcinoma, the goal is to completely embolize 
the tumor while avoiding non-target tissue emboliza-
tion [2]. A radiopaque bead may provide additional 
procedural value by improving the visualization of 
target and non-target embolization compared to sol-
uble contrast medium alone. This unmet clinical need 
has motivated the development of various radio-
paque embolic agents using processes such as chem-
ical precipitation, encapsulation and chemical at-
tachment of radiopaque species. Previous publica-
tions described the preparation of various of radio-
paque beads based on many polymers including 

poly(methylmethacrylate) (PMMA), poly(hydroxye-
thylmethacrylate), silicone and polyvinyl alcohol 
(PVA) that were rendered radiopaque using processes 
such as precipitation of barium sulphate or incorpo-
ration of tantalum powder within the polymer matrix 
and reaction with iodine-containing compounds such 
as iothalamic acid and 3-acetytamino-2,4,6- 
triiodobenzoyl chloride [7-11]. There are numerous 
recent examples of imageable beads that are visual-
ized by X-ray (e.g. fluoroscopy and CT) [12-16], 
magnetic resonance imaging [17-21], or both [22, 23]. 
However, these imageable beads have not obtained 
widespread clinical adoption.  

One challenge faced is that many of the imagea-
ble embolization particles often suffer from difficulty 
in handling and administration due to their increased 
density, aggregation potential and insufficient imag-
ing visibility. Moreover, these attributes are often in 
competition with each other. For example, greater 
image visibility may be achieved with a higher con-
centration of radiopaque material but this increases 
the density and may lead to diminished handling due 
to rapid sedimentation. The goal of our study was to 
characterize the physicomechanical properties, deliv-
erability and imaging visibility of a novel inherently 
radiopaque bead (RO Bead) formulation based upon 
the clinically used LC Bead® to treat liver cancer. 

Materials and Methods 
There were two stages of studies conducted. The 

first was bench-top experiments to characterize 
physicomechanical properties of RO Beads, especially 
in comparison to radiolucent beads. The second por-
tion of the study was an in vivo X-ray visualization 
experiment in a rabbit VX2 liver tumor model. Details 
of the study are below. 

Bench-top Experiments 

Radiopaque Beads Synthesis 
The method for the preparation of LC Bead® 

(Biocompatibles UK Ltd., Farnham, UK) has been 
described in detail elsewhere [24]. Briefly, the beads 
were produced using a PVA-based macromer. The 
macromer was synthesized by the acid-catalyzed re-
action of N-acryloyl-aminoacetaldehyde dimethyla-
cetal (NAAADA) with the 1,3 diol units on the PVA 
backbone to form a stable cyclic acetal structures with 
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pendent reactive acrylamide groups. The macromer 
was used in an inverse suspension free-radical co-
polymerization with 2-acrylamido-2-methylpro-
panesulfonate sodium salt (AMPS). The aqueous 
macromer/monomer mixture was suspended in butyl 
acetate and stabilised by cellulose acetate butyrate to 
prevent coagulation. Potassium persulfate was used 
as one half of a redox initiator couple, which is pre-
sent in the aqueous phase. The stirred mixture was 
heated to 60°C and then tetramethylethylenediamine 
(TMEDA, the other component of the redox couple) 
was added to the oil phase, where upon polymeriza-
tion was initiated and a water-swollen crosslinked 
network formed. After the polymerization was com-
plete the beads were dried by washing in acetone and 
drying in an oven at 40°C overnight to form a 
free-flowing powder [24]. PVA-AMPS beads were 
originally developed from contact lens technology 
and are thus inherently optically transparent and bi-
ocompatible. These beads are tinted blue using a re-
active dye (Reactive Blue 4, RB4) to enable visualiza-
tion of the bead suspension to make for easier han-
dling (Figure 1). A novel process was developed in 
which the blue tinting step was replaced by an alter-
native reaction to attach a radiopaque moiety (triio-
donated benzyl) to the preformed hydrogel (Figure 1). 
In order to couple the radiopaque compound to the 
polymer backbone, the beads in dimethyl sulfoxide 
(DMSO) were reacted with 2,3,5-triiodobenzaldehyde 
in an acid-catalyzed reaction under nitrogen with 

stirring, to form stable cyclic acetal linkages with 
pendent triiodobenzyl moieties. Consumption of the 
aldehyde was monitored using high-performance 
liquid chromatography (HPLC) and once complete, 
the reaction was filtered. The cake of beads was 
washed thoroughly with copious amounts of DMSO 
and then water, until free of unreacted aldehyde as 
determined by HPLC. 

Bead Physical Property Characterization 
LC Bead and RO Bead size was determined by 

forming a monolayer of beads within a petri dish. 
Bead images were acquired at x10 magnification with 
an Olympus BX50 microscope equipped with a Col-
orView III camera and sizing was performed manu-
ally using the sizing tool provided in the AnalySIS 
software package (Soft Imaging Systems GmbH, Ber-
lin, Germany). A population of at least 200 micro-
spheres was chosen at random throughout the dish.  

Bead density was determined by using Eppen-
dorf tubes containing a plastic insert with a 5 µm pore 
size at the bottom of the insert. First the insert was 
wetted with saline and then centrifuged at 1,200 g for 
1 minute. The weight of the wet insert was recorded. 
Beads were added to the insert and the centrifugation 
and weighing steps were repeated. The bead volume 
was then measured by displacement of saline in a 
graduated cylinder and the density of wet beads de-
termined (mass/volume, N=3).  

 

 
Figure 1: Comparison of LC Bead and Radiopaque LC Bead (RO Bead) dye attachment. Acrylamido polyvinyl alcohol–co–acrylamido-2-methylpropane 
sulfonate hydrogel (PVA-AMPS) beads are reacted with Reactive Blue 4 (RB4) to make LC Bead visible (blue) to the user. RB4 is substituted with a 
triiodobenzyl moiety via a linker (L) for RO Beads which imparts a slight yellow color and importantly renders them visible on X-ray. 
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To calculate the equilibrium water content 
(EWC), between 0.2 and 0.3 mL of sedimented beads 
were washed 3x with 10 mL deionized water and 
placed on a shaker plate at 250 rpm for 5 minutes in 
order to remove residual salts present in the packing 
solution (beads are supplied in vials hydrated in 
physiologically buffered saline). The washed beads 
were then transferred to a pre-weighed aluminum 
plate using a Pasteur pipette and minimum amount of 
deionized water to aid complete transfer of beads. 
Excess water was removed by first using a Pasteur 
pipette followed by filter paper gently pressed against 
the beads to remove residual surface water. The mass 
of the plate with wet beads was then obtained. The 
aluminum plates containing beads were then trans-
ferred to a vacuum oven and the samples were al-
lowed to dry at a pressure of 50-100 mBar and at 50°C. 
After 12 hours, the aluminum plates containing the 
dried beads were weighed to calculate EWC. The 
dried beads were then transferred to clean dry vials, 
stoppered and crimped with aluminum caps. These 
samples were then subjected to elemental analysis for 
iodine (MEDAC Ltd, Chobham, UK) to calculate io-
dine concentration (N=3). Iodine concentration was 
expressed per true bead volume (i.e. the amount of 
iodine within the bead volume) and per sedimented 
bead volume. The iodine concentration per true bead 
volume is greater due to the imperfect tessellation of 
packed beads with presence of water around the 
sedimented beads. 

Elastic modulus was calculated with a UMIS 
2000 nanoindentation system (CSIRO Instruments, 
Lindfield NSW, Australia) operated by IBIS software 
(Force range 0.01-45 mN; displacement range 1 
nm-100 µm). Individual beads were selected using the 
optical microscope on the UMIS instrument and their 
diameters measured to the nearest 5 µm. Individual 
beads submerged in saline were compressed at a 
constant strain rate (~1-2%/s) generating a force dis-
placement curve that was analyzed with Hertzian 
contact mechanics for the linear elastic deformation of 
a sphere compressed between two surfaces according 
to the equation below (N=20). 

𝐸𝐸∗ =
3
4

𝐹𝐹
ℎ3/2

1
√𝑅𝑅∗

 

where E* is the indentation modulus, E / (1-ν2) where 
E is Young’s modulus and ν is Poisson’s ratio. F is the 
force, h is the displacement and R* is the relative 
curvature between the sphere and the surface.  

Bead Suspension, Catheter Deliverability and Iodine 
Concentration Selection 

A durable bead suspension is desirable for ease 
of delivery during an embolization procedure. Beads 

that rapidly settle are not channeled into the catheter 
at a uniform rate leading to unpredictable delivery. 
RO beads suspension lifetimes and delivery proper-
ties were evaluated in a syringe-based model to mimic 
clinical practice. A range of bead sizes and non-ionic 
contrast agents including iohexol (Omnipaque 350, 
GE Healthcare), iodixanol (Visipaque 270 and 320, 
GE), iomeprol (Iomeron 300 and 400, Bracco) and io-
pamidol (Isovue 300, Bracco) were evaluated. A sam-
ple of RO beads was removed from a vial through an 
18 G needle with a 10 mL syringe. The beads were 
allowed to settle in the syringe and the packing solu-
tion was expelled until a slurry of beads remained. 
With a 20 mL syringe, contrast agent (a multiple of 10 
times the volume of beads) was mixed with the bead 
slurry through a 3-way connector. The 20 mL syringe 
was removed and replaced with a 3 mL syringe. The 
solution was mixed between the 3 mL and 10 mL sy-
ringe until a homogenous suspension was achieved, 
the 3 mL syringe was held horizontally in place 
against a dark background and the suspension dura-
bility was timed by monitoring the sedimentation of 
the beads to 70% of the horizontal barrel height (N=3). 
Further experiments were performed on the impact of 
saline to contrast ratio (contrast:saline = 100:0, 90:10, 
80:20, 70:30, 60:40 and 50:50, N=10) and the influence 
of bead size. Catheter deliverability was determined 
by administering a homogenous bead suspension in 
100% iohexol (1:10 bead dilution, 1 or 3 mL syringe). 
The catheters were laid on a bench, and at the center 
of the catheter a coil (10 cm diameter) was introduced 
to produce a more tortuous path for the beads to 
navigate around, and representing the curvature 
catheters may experience in a patient. Any catheter 
clogging was recorded as a failure and denoted that 
bead size was not suitable to the respective catheter. 
Catheters included 1.9-Fr Prowler Select LP ES 
(Codman, Raynham, MA), 2.3-Fr Prowler Select Plus 
(Codman), 2.4-Fr and 2.8-Fr Progreat (Terumo, Som-
erset, NJ), and 4.0-Fr Radiofocus glidecath (Terumo). 

In pilot studies, a series of RO Beads with vary-
ing degrees of iodination were evaluated during in-
dependent sessions by 4 blinded interventional radi-
ologists experienced in embolotherapy. RO Beads 
syringe handling and catheter deliverability were 
assessed. A level of iodination was selected that pro-
vided the best balance between the ability to handle 
and administer the beads with the highest acceptable 
level of iodination (for increased X-ray visibility). The 
optimum performance was achieved with iodine 
concentration of ~150 mg iodine/mL sedimented 
bead volume. RO Beads were also evaluated in pilot 
animal studies to assess the in vivo radiopacity. These 
pilot studies formed the basis for the iodine concen-
tration selection used herein. 
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In Vitro Penetration 
A schematic of the experimental set-up of an 

apparatus to measure bead penetration properties is 
shown in supplemental information (Figure S1). A 
Delrin base was machined to create a central region 
with a gap gradient which ranges from 555 µm at one 
end (entrance) to 25 µm at the other end (exit of the 
plate) over a 200 mm length. A glass plate to enable 
visualization was positioned over the gradient and 
clamped into position, creating a triangular 
wedge-shaped interior volume. The three sides of the 
glass plate were sealed by a nitrile rubber seal which 
was recessed into the Delrin, the end of the plate at the 
thin end of the gradient was left open to allow the 
carrier fluid (0.9% saline solution) to freely exit. The 
beads carrier fluid entered the device at the wide end 
of the gradient. The carrier fluid was held in a reser-
voir raised 54.4 cm above the penetration device re-
sulting in a pressure of 40 mmHg to emulate circula-
tory blood pressure in appropriately sized vessels. A 
bead slurry of 0.5 mL of sedimented beads was in-
troduced via an injection port into the carrier fluid 
line, whereby the fluid flow carried the beads into the 
penetration device until they were physically con-
strained by their size and could not migrate further 
into the narrowing gap. This was performed for the 
following LC Bead and RO Beads size ranges: 40-90, 
70-150, 100-300 and 300-500 µm. A picture of the 
beads within the plate assembly was captured using a 
digital camera and the maximum and minimum pen-
etration where measured (N=3).  

Radiopaque Beads Phantom Preparation 
A 1% agarose solution was prepared by mixing 

agarose powder (0.2 g, Sigma Aldrich, Poole UK) with 
deionized water (20 mL) at room temperature and 
heating to 90°C with constant stirring. Once all the 
agarose had dissolved, the temperature was reduced 
to 42°C. RO Beads were suspended in deionized wa-
ter and progressively diluted to produce series of de-
sired concentrations. Each dilution was mixed with an 
equal volume of agarose and a static uniform 
bead-agarose suspension was prepared by repeatedly 
withdrawing and expelling the solution using a 
manual pipette. This gelatinous suspension is gener-
ally referred to as a homogeneous phantom [14]. Line 
phantoms were similarly prepared except tubes of 
known inner diameters (0.28, 0.40, 0.58, 0.86 and 1.02 
mm) were first filled with beads in deionized water 
prior to setting the filled tubes in an agarose matrix.  

In Vitro Micro-Computed Tomography  
Homogeneous bead phantoms were analyzed 

with micro-CT (Reading Scientific Services Ltd, 
Reading, UK) using a Bruker SkyScan 1172 micro-CT 

scanner (Kontich, Belgium). Each bead phantom was 
imaged at 64 kVp, 155 μA and an aluminum filter (500 
μm). The samples were then reconstructed using 
NRecon and calibrated against a volume of interest of 
air and purified water to yield Hounsfield Units (HU) 
for individual RO Bead (N=10).  

In Vitro 2D X-ray 
RO Beads line phantoms were imaged using a 

Philips Allura Xper FD20 system (7.6.3, Philips 
Healthcare, Best, The Netherlands), using clinically 
available settings for fluoroscopy (75 kVp, 133 mA, 7 
ms, 15 frames/s, and 0.1 mm Cu filter) and X-ray sin-
gle shot (80 kVp, 529 mA, 65 ms) with standard Allura 
Xper image processing. Only contrast and brightness 
settings were adjusted to enhance visibility. Meas-
urements to model patient absorption (21.6 cm of 
PMMA) with a 42 cm detector format at a 110 cm 
source to image-receptor distance were performed by 
positioning the line phantoms on PMMA slabs. Im-
ages were read by two board-certified interventional 
radiologists with 3 and 9 years of experience to de-
termine whether the lines were detectable.  

In Vitro Multidetector Computed Tomography  
Homogenous bead phantoms (5 series of 6 seri-

ally diluted phantoms) were imaged using a 
320-detector-row MDCT scanner (Aquillon One, 
Toshiba, Japan). A six factor serial dilution of RO 
Beads was prepared ranging from 12.5 to 0.39% sed-
imented bead volume. Imaging parameters were: 120 
kVp, 350 mA, 0.5 mm collimator with 3D reconstruc-
tion resulting in 0.5 mm slice thickness and field of 
view (FOV) of 22x22 cm.  

In Vivo Experiments 

Animal Tumor Model 
Adult female New Zealand white rabbits 

(Millbrook Breeding Labs, Amherst, MA) weighing 
4.1-5.1 kg were used in accordance with institutional 
guidelines under an approved animal care and use 
committee protocol. Food and water was allowed ad 
libitum. VX2 tumor chunks from previous experi-
ments were injected into the hind legs of carrier rab-
bits, where the tumor was grown for 2 weeks. Each 
carrier was used to supply recipients for tumor im-
plantation into the liver. Each recipient animal re-
ceived tumor implantation in the left lobe of the liver 
as detailed in previous publication [25]. The tumors 
were allowed to grow in the livers for 2 weeks, after 
which time a well demarcated solitary tumor was 
expected to grow to a size of about 2.0 cm in diameter 
[26]. 
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In Vivo Experimental Design  
Animals were randomized into 3 hepatic in-

tra-arterial treatment groups and received an infusion 
of either: (a) LC Bead + soluble contrast medium 
(iodixanol, 320 mgI/ml) (n=5), (b) RO Beads + soluble 
contrast medium (iodixanol, 320 mgI/ml) (n=6) and 
(c) RO Beads + dextrose (Dextrose in water 50%, 
Hospira inc., Lake Forest, IL) (n=4). RO Beads in dex-
trose was used to evaluate the conspicuity of RO 
Beads alone to overcome the confounding contribu-
tion of iodine in the soluble contrast medium for 
X-ray visibility. Dextrose was chosen as a radiolucent 
suspension medium providing higher viscosity and 
density (specific gravity: 1.17) than saline, allowing 
for a better suspension. LC Bead and RO Beads were 
supplied in sealed glass vials in the size range of 
70-150 μm. A bead suspension was withdrawn into a 
syringe and any excess solution was expelled. The 
segmented bead volume was measured in the syringe 
and then diluted 1:20 in the appropriate suspension 
medium. 

Transarterial Embolization  
The procedure was performed as previously re-

ported [25, 26]. Briefly, surgical cut down was done 
on pre-anesthetized rabbits (isoflurane 1.5-3%) to gain 
access into the common femoral artery followed by 
the placement of a 3-Fr vascular sheath (Cook, Inc., 
Bloomington, IN). A 2.1/1.7-Frmicrocatheter (Echelon 
10, ev3 Endovascular, Inc., Plymouth, MN) was ma-
nipulated into the celiac axis, after which a celiac ar-
teriogram was performed to delineate the blood sup-
ply to the liver. The proper hepatic artery was then 
selectively catheterized; this was occasionally per-
formed with the aid of a steerable guide wire (0.014 in. 
Transcend wire; Boston Scientific Oncology, Natick, 
MA). The tumor was visualized on digital subtraction 
angiography (DSA) as a region of hypervascular 
blush located in the left liver lobe.  The embolization 
was performed from the proper hepatic artery, in-
stead of a more distal and selective position, to ensure 
sufficient forward flow in a larger blood vessel to 
better mimic delivery in a clinical setting. The various 
treatment regimens (delivered in 0.05 mL aliquots of 
sedimented bead volume) were administered under 
real-time fluoroscopy. Upon completion of the treat-
ment and imaging, animals were sacrificed.  

In Vivo Imaging 
Intraprocedural imaging was performed using a 

C-arm system (Allura Xper FD20, Philips Healthcare, 
Best, The Netherlands) with the XperCT option ena-
bling C-arm CBCT. Each animal underwent a DSA to 
identify the tumor location and appearance. Once 
contrast washout was confirmed on all imaging mo-

dalities (>30 min from DSA), fluoroscopy, X-ray sin-
gle shot and CBCT images were acquired to document 
baseline appearance, followed by treatment delivery 
in a series of aliquots with interval imaging. A fluor-
oscopy loop and X-ray single shot were acquired fol-
lowing administration of each aliquot. CBCT was ob-
tained after administration of 0.1 cc of sedimented 
bead volume and at the end of the procedure. Addi-
tional CBCT and high dose CBCT images were ob-
tained following euthanasia, where cardiorespiratory 
motion artifacts were no longer factors affecting im-
age quality.  

Imaging modalities included live fluoroscopy 
(15 frames/sec; 85 kV; 23 mA; 45 ms; binning 2x2), 
X-ray single shot (70 kV; 23 mA; 45 ms; binning 1x1; 
pixel: 0.154x0.154 mm), CBCT (low dose – 30 
frames/sec; 10 sec scan; 312 images; 80 kVp; 325 mA; 
3 ms; resolution: 0.98x0.98x0.98 mm3; FOV: 25×25×19 
cm; matrix size: 256×256×198); high dose CBCT (30 
frames/sec; 20 sec scan; 624 images; 80 kVp; 650 mA; 
3 ms; resolution: 0.98x0.98x0.98 mm3; FOV: 25×25×19 
cm; matrix size: 256×256×198).  

Image Analysis 
Qualitative image description was performed in 

consensus by two board-certified interventional radi-
ologists (3 and 9 years of experience) who participated 
in the procedures. Semi-quantitative image analysis 
was performed in independent reading sessions by 6 
board-certified interventional radiologists who did 
not participate in the embolization procedures. The 
scoring system was comprised of 2 features to assess 
visibility: 1) contrast visibility in target arteries 
(5-point scale - very good, good, barely acceptable, 
poor and very poor) and 2) contrast visibility in 
non-target arteries (5-point scale). Representative 
images were chosen from fluoroscopy loops during 
injection (2 examples), single fluoroscopy after deliv-
ery, X-ray single shot after aliquot delivery (2 exam-
ples) and post-euthanasia high-dose CBCT. The 
reading scores were averaged between observers and 
reported per imaging modality within each group. 
Imaging analysis was performed using DICOM 
viewer software (OsiriX MD version 6.0.1, Switzer-
land). 

Statistical Analysis 
Experiment data were expressed as mean ± 

standard deviation (SD). The bead diameter, mini-
mum, maximum, range, average, SD and frequency 
distribution were calculated. For each reader, the re-
sponses were ranked across all rabbits. The averages 
of these ranks across the readers for each rabbit were 
analyzed using Wilcoxon two-sample tests to perform 
pairwise comparisons between the treatment groups. 
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Statistical significance was defined as a 2-sided 
P-value <0.05. Statistical analysis was performed us-
ing Prism 6 (GraphPad Software, Inc., La Jolla, CA) 
and SAS (SAS Institute, 9.2., Cary, NC). 

Results 
Bench-top Experiments 

Bead Physical Property Characterization 
RO Bead was synthesized by replacing the blue 

dye with a triiodobenzyl moiety that imparts the 
benefit of both a visible yellow tint and a high degree 
of radiopacity. Similar to LC Bead, the RO Beads were 
highly spherical and smooth (Figure 2A-D). RO Beads 
were sieved into 4 calibrated size ranges resulting in 
narrow size distributions (Figure 2E and Table 1) that 
conformed well to the labeled size range like that 
found in LC Bead with a coefficient of variance from 
11 – 34%. 

Table 1: RO Bead size properties (N = 200-214). 

Size(µm) Mean diameter ± SD (µm) Range (min – max) (µm) 
40-90 68 ± 8.7 44 - 85 
70-150 98 ± 12.6 75 -132 
100-300 164 ± 55.2 78 - 327 
300-500 361 ± 40.8 300 - 489 

 
LC Bead has high EWC (96%) and a density of 

~1.05 g/cc [27]. In comparison, the covalent attach-
ment of triiodobenzyl moieties to RO Beads confers a 

more hydrophobic and dense bead structure, result-
ing in a density of 1.21-1.36 g/cc, EWC of 60-72% and 
~100-fold greater elastic compression modulus than 
LC Bead (Table 2, Table S1). The RO Beads synthetic 
route provided a great degree of flexibility and con-
trol over the degree of bead iodination (~25-250 mg 
iodine/mL sedimented beads). The iodine concentra-
tion of RO Beads (~150 mg iodine/mL sedimented 
beads) used herein was chosen to balance radiopacity 
with handling performance. This was found to be 
where the iodine concentration within the bead ap-
proached the concentration of commonly used soluble 
iodinated contrast medium (range = ~190-260 mg 
iodine/mL true bead volume; Table 2).  

Handling and Delivery Performance 
The density and viscosity of the soluble io-

dinated contrast media influenced the suspension 
lifetime. Iodixanol 320 and iomeprol 400 produced 
durable suspensions of 9 min and 50 min, respective-
ly. Other soluble contrast media produced suspen-
sions in the range of 30 sec to 4 min. Any dilution of 
soluble contrast media with saline greatly reduced the 
suspension lifetime (e.g., 9 min, 6 min and 1.5 min for 
100%, 90% and 80% iodixanol 320, respectively). Sus-
pension duration was also inversely proportional to 
bead size. Suspension lifetimes for various soluble 
iodinated contrast media type and bead size may be 
found in Table S2 and S3. 

 

 
Figure 2: Optical micrographs of RO Beads. A) 40-90 µm, B) 70-150 µm, C) 100-300 µm and D) 300-500 µm. E) Relative frequency distribution of RO 
Beads size measured with an optical microscope (N = 200-214). 

 

Table 2: Physical properties of RO Beads.  

Size(µm) Mean density ± SD (g/mL) EWC (%) Elastic modulus ± SD 
(MPa) 

Iodine concentration  
(mg iodine/mL sedimented beads) Iodine concentration  

(mg iodine/mL true bead volume) 
40-90 1.36 ± 0.112 66.6 30.0 ± 3.01 150.1 245.5 
70-150 1.31 ± 0.075 60.1 39.4 ± 10.19 176.9 258.4 
100-300 1.26 ± 0.090 66.6 27.2 ± 5.46 155.0 229.4 
300-500 1.21 ± 0.025 71.9 11.2 ± 0.42 132.5 188.9 
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 Catheter deliverability was investigated in a 

range of common catheters as shown in Table 3. 40-90 
and 70-150 µm RO Beads were successfully delivered 
through all catheters investigated down to 1.9-Fr. 
100-300 and 300-500 µm RO Beads passed catheters as 
small as to 2.3-Fr and 4-Fr, respectively.  

 

Table 3: Catheter deliverability of various size RO Beads. 

RO Beads 
Size (µm) 

1.9-Fr 
(ID = 419 µm) 

2.3-Fr 
(ID = 533 µm) 

2.4-Fr 
(ID = 559 µm) 

2.8-Fr 
(ID = 
686 µm) 

4-Fr 
(ID = 
1,003 
µm) 

40-90 Pass* Pass Pass Pass Pass 
70-150 Pass* Pass Pass Pass Pass 
100-300 Fail Pass Pass Pass Pass 
300-500 Fail Fail Fail Fail Pass 
*40-90 µm and 70-150 µm delivered using a 1 mL syringe with a 1.9-Fr only. 3 mL 
syringe used for larger catheters. ID: inner diameter. 

 

In Vitro Penetration 
LC Bead and RO Beads penetrated to similar 

levels within the specified size range (Figure 3). Im-
portantly, selection of a bead size range provided 
precise control over the level of embolization. 

 

 
Figure 3: In vitro penetration assay for LC Bead and Radiopaque Bead. The 
bar graphs depict penetration potential according to bead size. The bottom 
of the bar is the maximum penetration of the bead and the top of the bar is 
the trailing edge of a bead population (0.5 mL aliquot of sedimented beads). 
The maximum penetration and the the trailing edge for each size range was 
measured and displayed as an average (N=3).  

 

In Vitro Radiopacity  
RO Beads were evaluated with micro-CT to de-

termine their radiopacity and distribution of iodine 
within the bead as shown in Figure 4. A homogeneous 
RO Beads (100-300 µm) phantom is shown as a single 
2D projection in Figure 4A and as a single slice 
through a reconstructed 3D dataset in Figure 4B. 
These images demonstrate similar attenuation of each 
bead, suggesting that the iodination was uniform 

throughout the bead population. Moreover, examina-
tion of individual bead cross-sections (Figure 4C) re-
vealed a uniform distribution of iodine throughout 
the bead interior (confirmed by energy dispersive 
X-ray spectroscopy on bead sections, data not shown). 
The average attenuation of each RO Bead was 5639 ± 
228.8 HU (158 mg iodine/mL sedimented beads). 

 

 
Figure 4: Micro-CT of homogeneous RO Beads phantoms. A) Single 2D 
projection, B) Slice through reconstructed data, and C) Column of indi-
vidual beads (~160 µm diameter). 

 
RO Beads line phantoms were imaged with typ-

ical clinical parameters to determine the idealized 
(lack of cardiorespiratory motion) minimum diameter 
blood vessel that may be detected (Figure 5A). The 
image quality of X-ray single shot was greater than 
standard fluoroscopy due to the greater X-ray flux 
and non-binning. The 0.86 mm diameter lines were 
detectable using fluoroscopy and X-ray single shot 
allowed detection of lines as narrow as 0.4 mm. In-
creasing attenuation was measured on MDCT with 
decreasing serial dilution, reaching an average atten-
uation of 365.46 ± 47.26 HU (12.5% sedimented bead 
volume) compared to 21.17 ± 9.82 HU (0.39% sedi-
mented bead volume). 

In Vivo Performance 
Figure 6 illustrates a representative animal of 

each group. The soluble contrast medium was suffi-
cient to identify target and non-target embolization on 
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real-time fluoroscopy during administration, inde-
pendent of bead type. When soluble contrast medium 
was omitted, RO beads alone were not sufficient to 
visualize embolization (Figure 6, RO Beads + dex-
trose, top row). However when the blood flow was 
slow towards the end of the embolization process, RO 
beads were faintly visible in transit on real-time 
fluoroscopy. Imaging appearance with fluoroscopy 
diminished over time for LC Bead as soluble contrast 
medium “washed out” of the blood vessels. Im-
portantly, RO Beads demonstrated more persistent 
conspicuity on fluoroscopy. X-ray single shot demon-
strated better imaging appearance of RO Beads versus 
LC Bead, most likely due to the washout of contrast in 
the LC Bead group and better image quality of X-ray 
single shot than fluoroscopy. Embolized arteries were 

better evidenced with progressive embolization of RO 
Beads compared to LC Bead on X-ray single shot. 

Following the embolization procedure with RO 
Beads suspended in soluble contrast medium and 
euthanasia, high dose CBCT demonstrated contrast 
retention in the tumor (Figure 7, short arrows) and 
opacification of hepatic arteries (Figure 7, arrow 
heads). Furthermore, non-target embolization of ex-
trahepatic arteries (Figure 7, long arrow) was clearly 
observed. In general, RO Beads in soluble contrast 
medium had improved imaging appearance in target 
and non-target blood vessels compared to LC Bead 
delivered in soluble contrast medium. RO Beads 
conspicuity was durable in vivo, lasting to at least 7 
days (data not shown). 

 

 
Figure 5: A) 2D X-ray images of RO Beads line phantoms. Standard fluoroscopy (top row) and X-ray single shot (bottom row) show a series of microfuge 
tubes with horizontal line phantoms mimicking blood vessels of various inner diameters. B) Multidetector computed tomography of RO Beads phantoms 
with a six factor serial dilution of RO Beads ranging from 12.5 to 0.39% sedimented bead volume (vol%). 

 

 
Figure 6: LC Bead in iodinated soluble contrast medium (LC Bead+contrast), RO Beads in iodinated soluble contrast medium (RO Beads+contrast) and 
RO Beads in dextrose (RO Beads+dextrose) on real-time fluoroscopy during administration and X-ray single shot following delivery. Arrowheads indicate 
target artery opacification whereas arrows highlight reflux into non-target arteries. *Identifies the gallbladder. 
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Figure 7: High dose CBCT performed post-euthanasia after the delivery of 1.1 cc of RO Beads suspension (0.055 cc RO Beads sedimented volume) 
delivered in iodinated soluble contrast medium. A) Axial image: contrast retention in the tumor is observed (short arrows). Linear attenuation in the wall 
of the gallbladder (asterisk) and hepatic arteries (arrowheads) are evidenced. Non-target delivery is shown in a gastric artery in the wall of the stomach 
(long arrow). B) Multi-planar reconstruction demonstrated contrast retention in the tumor located in the left hepatic lobe (short arrows). Linear at-
tenuation consistent with a tumor feeding and normal hepatic arteries is also shown (arrowheads). Contrast retention is observed in the wall of the 
gallbladder (black asterisk). Non-target delivery is shown in gastric arteries and the wall of the stomach (long arrow). C) 3D volume rendering image in 
coronal view demonstrating the hepatic arteries (arrowheads), non-target delivery (long arrow), the tumor located in the left hepatic lobe (short arrow) 
and hyperattenuation of the wall of the gallbladder (black asterisk). 

 
An objective reading study was performed to 

assess the conspicuity of RO Beads and potential 
benefit over LC Bead as shown in Figures 6 and 7. 
Soluble contrast medium improved the visibility in 
target and non-target arteries during delivery on re-
al-time fluoroscopy (LC Bead + contrast vs. RO Beads 
+ dextrose, P=0.0079, P=0.0159; RO Beads + contrast 
vs. RO Beads + dextrose, P=0.0048, P=0.0095 [target 
and non-target, respectively]). After injection of a 
bead aliquot, RO Beads were similar to LC Bead in 
terms of visibility on fluoroscopy (LC Bead + contrast 
vs. RO Beads + contrast, P=0.0886, P=0.2468 [target 
and non-target, respectively]). However, immediately 
after injection of a bead aliquot, RO Beads + contrast 
significantly increased visibility on X-ray single shot 
compared to LC Bead + contrast (P=0.0043 and 
P=0.0043 in target and non-target arteries, respec-
tively). Similarly, RO beads significantly improved 
visibility over LC Bead on CBCT in target arteries 
(P=0.0238) and showed a clear trend towards better 
visibility in non-target arteries (P=0.0519).  

Discussion 
The main finding of our study is that RO Beads 

provided better conspicuity to determine target (vis-
ualized using X-ray single shot and CBCT) and 
non-target (visualized using X-ray single shot) embo-
lization as compared to LC Bead while optimally 
balancing the handling and delivery performance 
with the requirement for a high degree of radiopacity. 
This finding may constitute a major technical im-
provement for embolotherapy to treat liver cancer 
compared to currently available radiolucent LC Bead.  

Embolotherapy with radiolucent beads relies on 
indirect signs compared to conventional Lip-
iodol-based TACE, in which the treatment delivery is 
readily visible due to the inherent radiopacity of the 
drug delivery vehicle itself (the iodinated poppy-seed 

oil) [2, 28]. Indeed, the exact distribution of radiolu-
cent beads currently used to treat liver tumors is un-
known and the assessment of treatment is based on 
the visualization of retained soluble contrast in the 
target tissue area and/or lack of contrast enhance-
ment after treatment of previously enhancing lesions 
[3-6]. These intra-procedural image-based signs are 
temporary and vanish quickly as soluble contrast 
medium washes out. Hence, it is crucial to improve 
image-based feedback in real-time during the course 
of the embolization to improve treatment precision 
and provide the best opportunity for the operator to 
personalize the treatment for a specific patient. 

To prepare an optimal RO Bead, it is desirable to 
have a process that allows precise control over the 
degree of radiopacity imparted to the bead. Starting 
with PVA as a base hydrogel material was useful in 
this aspect as it has multiple hydroxyl groups that 
could be utilized for chemical attachment of the ra-
diopaque moieties into the bead structure. RO Bead 
was produced using a one-step coupling reaction to 
attach triiodobenzyl groups to preformed beads. This 
method imparted a yellow coloration, instead of blue 
for LC Bead, and importantly conferred radiopacity 
under X-ray based imaging. The resulting individual 
RO Bead demonstrated a uniform iodine distribution 
throughout their interior structure and a consistent 
radiopacity across a bead population, indicating that 
the reaction was particularly efficient despite being 
conducted on a preformed hydrogel matrix. The trii-
odobenzyl unit was chosen because it is the basis for 
many contrast agents as it provides a high content of 
iodine per unit mass. Preliminary studies that evalu-
ated the balance of handling and delivery perfor-
mance established the optimum iodine concentration 
of ~150 mg iodine/mL sedimented bead volume. In-
terestingly, this corresponds to ~250 mg/mL of true 
bead volume, which is comparable to the concentra-



 Theranostics 2016, Vol. 6, Issue 1 

 
http://www.thno.org 

38 

tion of iodine in commonly used soluble iodinated 
contrast agents. 

The manufacturing process for RO Beads yielded 
equivalent size ranges to LC Bead. In addition to LC 
Bead, a smaller 40-90 µm size range of RO Beads was 
produced. Similar to LC Bead, RO Beads were spher-
ical and smooth hydrogels. However, the incorpora-
tion of a hydrophobic radiopaque species increased 
their density (~1.3 g/cc versus ~1 g/cc) and decreased 
their EWC (~65% versus ~95%). This increased den-
sity resulted in a shorter suspension lifetime com-
pared to LC bead. However, use of 100% iodixanol 
rather than dilute contrast resulted in a clinically 
practical and durable suspension, comparable to LC 
Bead. This durable bead suspension is desirable for 
ease of delivery during an embolization procedure as 
beads that rapidly settle in the delivery syringe are 
not channeled into the catheter at a uniform rate, 
leading to unpredictable and problematic delivery 
including proximal occlusion [29].  

Microspherical embolic agents composed of de-
formable hydrogels are often designed to temporarily 
deform in a catheter and re-expand upon release into 
the artery in order to aid in delivery when the inner 
diameter of the catheter is smaller than the bead di-
ameter [27]. The lower EWC of RO Beads inferred a 
more collapsed hydrogel network leading to a 
~100-fold greater elastic compression modulus than 
LC Bead. This greater stiffness of RO Beads affected 
its deliverability compared to LC Bead. Despite this 
limitation, RO Beads ≤ 300 µm were still able to be 
delivered through a 2.3-Fr microcatheter, which is 
acceptable for the majority of embolotherapy proce-
dures. Furthermore, in vitro testing showed that RO 
beads penetrated to the same maximum extent as LC 
Bead.  

RO Beads had similar X-ray visibility compared 
to LC Bead when soluble contrast medium was used 
during real-time treatment delivery (i.e. live fluoros-
copy). As expected, soluble contrast medium was 
sufficient to visualize target and non-target emboliza-
tion during delivery. However, the presence of RO 
Beads clearly demonstrated increased image contrast 
visibility in target tissues on immediate and on inter-
val post-injection imaging with X-ray single shot and 
CBCT compared to LC Bead. Importantly, the pres-
ence of RO Beads also helped to identify non-target 
delivery. Moreover, with progressive embolization, 
the durable radiopacity of RO Beads aided in the 
evaluation of completeness of the planned emboliza-
tion. These findings highlight the limitation of rapid 
soluble contrast washout over time. Clinically, these 
observations may lead to intra-procedural changes in 
treatment planning and help to guide post-procedure 
patient management accordingly. Indeed, the im-

proved visualization of RO Beads over LC Bead de-
scribed herein suggests that RO Beads may provide 
additional intra-procedural clinical benefit by (i) ena-
bling the identification of tumor regions at risk of be-
ing under-treated; (ii) allowing the identification of 
non-target embolization to modify the procedure in 
real-time and (iii) contributing towards embolization 
end-point determination. Furthermore, 
post-procedural clinical benefit may be obtained by (i) 
optimizing post-procedure patient care (e.g. identifi-
cation of non-target embolization) and (ii) marking 
the embolized vessels for subsequent therapy (e.g., 
additional embolization or combined treatment with 
radiofrequency or microwave ablation).  

 There were several limitations in our study. 
First, in vivo radiopacity was evaluated in rabbits that 
have less attenuation than human patients. Thus re-
al-life RO Beads performance will not be known until 
first-in-human studies are performed. Furthermore, 
image quality degradation due to the higher fre-
quency of cardiorespiratory motion in rabbits is more 
problematic than in patients. Second, pathological 
analysis of the RO Beads effect on tissues was not 
evaluated and both target and non-target emboliza-
tion was not validated histologically; further experi-
mental studies are needed. Yet our study focused on 
the periprocedural assessment of RO Beads to reflect 
clinical practice.  

In conclusion, RO Beads described in our study 
may provide a practical and improved alternative to 
currently used microspherical embolization agents by 
offering better conspicuity to determine target and 
non-target embolization. Furthermore, the durable 
imaging appearance of RO Beads may also aid in the 
guidance and evaluation of the embolization proce-
dure.  

Supplementary Material  
Figure S1, Tables S1- S3. 
http://www.thno.org/v06p0028s1.pdf 
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